GENERAL SERVICES ADMINISTRATION FEDERAL SUPPLY SERVICE 


AUTHORIZED FEDERAL SUPPLY SCHEDULE CATALOG AND/OR PRICE LIST 


Le by ot 


FSC GROUP 66, PART II, SECTION G 


CONTRACTOR: 
Ballantine Laboratories, Inc. 
P.O. Box 97 
Boonton, Morris, New Jersey 07005 


Telephone: 201-335-0900 


SIZE OF BUSINESS: ’S’” - Domestic Items 
(FOR PREFERENCE PURPOSES) “O” — Foreign Made 
Models Only 


ORDERING ADDRESS: Same as above 
PAYMENT ADDRESS: Same as above 


ITEM NO (S): 54-19 — Oscilloscopes 
54-20 — Accessories & Replacement Parts 


PRODUCTION POINTS: Boonton, New Jersey 
Cambridge, Massachusetts 
England and West Germany 


FOREIGN-MADE ITEMS: 


1066A, 7000A, 10600A, 10601A — England 
7050A — West Germany 


GSA DISTRIBUTION CODE (S): OOCC 6660 


CONTRACT NO: GS-OOS-12760 
PERIOD: May 12, 1972 thru April 30, 1973 


MINIMUM ORDER: $25.00 


MAXIMUM ORDER LIMITATION: The total dollar value 
of any order placed under this contract shall not exceed 
the amounts shown below: 


Single Combination 
Catalog Item of Items 


$50,000 $100,000 
$50,000 $100,000 


PROMPT PAYMENT DISCOUNT: Net 30 days 
DELIVERY TIME, AFTER RECEIPT OF ORDER: 90 days 


WARRANTY: The warranty provision set forth in the 
Federal Supply schedule applies to this contract. 


INSTALLATION, INSTRUCTION, & PREVENTIVE 
MAINTENANCE: Not included 


DISCOUNTS FROM PRICES SHOWN HEREIN: 


54-19: 1 — 10 units — 3% 
11 — 49 — 5% 
50—MOL ~—6% 


54-20: Probe Kits, Viewing Hoods 


Protective Covers: 
$50 — $1999 — 3% 
$2000 — $3999 — 4% 
$4000 — MOL — 5% 


54-20: Oscilloscope Cameras: 
1 — 24 units — 5% 
25 — 49 — 10% 
50—-MOL -—15% 


54-20: Elect. Signal Recorders & 
Oscilloscope Calibrators: 
1 — 10 units — 2% 
11 — 49 —4% 
50-MOL —5% 


Different catalog numbers may not be combined for quantity discounts. 


PRICES SHOWN HEREIN ARE F.0.B. DESTINATION WITHIN THE CONTINENTAL UNITED STATES. 
PRICES ARE FIRM AND NOT SUBJECT TO UPWARD REVISION DURING CONTRACT PERIOD SHOWN ABOVE. 


OSCILLOSCOPES, OSCILLOSCOPE CAMERAS, CALIBRATORS, 
ELECTRONIC SIGNAL RECORDERS, ACCESSORIES 


DESCRIPTION 


Index Item No. 54-19 
15 MHz Dual-Channel Portable Oscilloscope $ 845.00 


Index Item No. 54-20 
Accessories 
Oscilloscope Calibrator $1875.00 
Oscilloscope Polaroid Camera $ 165.00 
Electronic Signal Recorder $ 985.00 


Index Item No. 54-20 
1066A Accessories 


10600A Probe Kit, X10 Attenuation, 4’ cable 

10601A Probe Kit, X10 Attenuation, 6’ cable 

10701A Viewing Hood, 6 x 10cm 

10725A Protective viny! cover 

800-02 Rack Mounting Kit (with 4 feedthru BNC connectors) 
800-03 Rack Mounting Kit (without BNC connectors) 


Index Item No. 54-20 
General Accessories 


12249A 
12249D 
12250D Cable, coax RG58C/U, BNC male to alligator clips, 48” 
12251D Cable, coax RG58C/U, BNC male to double banana plug,48” 
12252A Shielded Test Probe with alligator group clip, 
48’" RG58C/U cable, to double banana plug 
12615A Adapter, shielded, BNC female to double banana plug 
for converting instruments with 10 Megohm input 
resistance for use with 10600 series attenuator probe kits 
12616A Adapter, shielded, BNC female to double banana plug 
12617A Adapter, BNC female to double banana plug 
12618A Terminal Adapter, BNC female captive to single binding 
post UG-1035/U 
12619A Tee Adapter, BNC, 2 female, 1 male, UG274C/U 
12620A Terminal Adapter, BNC male to GR874 
12621A Terminal Adapter, BNC female to Type N male 
12630A 50 Ohm Feedthru Termination, BNC to BNC 
Instruction Manuals 


¢ BALLANTINE LABORATORIES, INC. 


iD P. O. Box 97, Boonton, New Jersey 07005, Phone (201) 335-0900, TWX (710) 987-8380 
——” Four Decades of Innovation in Electronic Instrumentation 


